
GF8900-1: OVERBED TABLE, EVERYDAY NON-TILT
ASSEMBLY & OPERATION INSTRUCTIONS

For The Quality Of i.u» PLEASE SAVE THESE INSTRUCTIONS FOR FUTURE USE

&WARNING: Important! Rf~adand understand these instructions before assembling or us-
ing the GF89l»O-1 Overbed Table. If you do not understand any part of these
warnings, cnutlons or instructions, contact a healthcare professional for di-
rection in the use of this product. If the GF8900-1 OverbedTable is not prop-
erly assembl'ed and adjusted, personal injury and/or damage to the Overbed
Table could result.

-.~

illWARNING: If component.s are damaged or missing, contact your dealer immediately. DO
NOT use subs\titute parts. Use only Lumex replacement parts. Non-Lumex re-
placement parts could cause personal injury and/or damage to overbed table.

illWARNING: GF Health Products, Inc. assumes no responsibility for any damage or injury
caused by Improper assembly or use of this product.

Assembly instructions (see picture at right)
1. Lay the table top upside down on the floor. Posi-

tion the mast above it as shewn at right. Install the
six screws that secure the IT .ast to the table top.
Tighten screws.

2. Place the base upside down above the mast. In-
stall the two washers, inserts and bolts that se-
cure the base to the mast .. Ighten bolts.

3. Install the four casters as shown at right.
4. Turn the table upright and place it on the floor.

Remove the one cross recess head screw shown at
right to adjust table height.

To raise the table, apply light pressure upward at
any point on underside of table top.
To lower table, squeeze adjustment plate up to-
wards table top and push table top down to de-
sired height.
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